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Abstract. We have succeeded in implementing ring-shaped light illu-
mination ultrasound-modulated optical tomography UOT in reflec-
tion mode. The system used intense acoustic bursts and a charge-
coupled device CCD camera-based speckle contrast detection
method. In addition, the implementation allows placing the tissue
sample below not within an acoustic coupling water tank and scan-
ning the tissue without moving the sample. Thus, the UOT system is
more clinically applicable than previous transmission-mode systems.
Furthermore, we have successfully imaged an ex vivo methylene-
blue-dyed sentinel lymph node SLN embedded at a depth of 13 mm
in chicken breast tissue. This UOT system offers several advantages:
noninvasiveness, nonionizing radiation, portability, cost effectiveness,
and the possibility of combination with ultrasound pulse-echo imag-
ing and photoacoustic imaging. One potential application of the UOT
system is mapping SLNs in axillary staging for breast cancer patients.
© 2009 Society of Photo-Optical Instrumentation Engineers. DOI: 10.1117/1.3088224
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egions in biological tissues has become increasingly impor-
ant because the optical properties are directly related to the
unctional and morphological parameters of tissues.1,2 How-
ver, owing to strong light scattering in tissue, keeping high
patial resolution in relatively deep tissue beyond one trans-
ort mean free path is still a challenge in pure optical imag-
ng techniques such as diffuse optical tomography DOT.3
ltrasound-aided optical imaging techniques such as photoa-
oustic PA imaging2 and ultrasound-modulated optical to-
ography UOT4 overcome the drawback of pure optical im-
ging by taking advantage of optical contrast and ultrasonic
patial resolution. In spite of the great success of PA imaging,
he optical contrast of PA imaging is mainly based on optical
bsorption. However, by supplying information about the op-
ical scattering as well as the optical absorption parameters of
issue, UOT can potentially provide more biological informa-
ion than PA imaging.5
In UOT, when diffuse light travels through the ultrasound
ocal spot in tissues under ultrasound insonification, the light
s acoustically tagged by ultrasound-induced particle displace-
ent and refractive index changes.6,7 By quantifying the in-
ensity ratio of the tagged photons to the untagged photons at
ach scanned ultrasound focal spot, we can obtain images that
epresent the local optical heterogeneities of tissues. The prin-
iples of UOT have been theoretically modeled by Leutz and
ddress all correspondence to: Lihong V. Wang, Optical Imaging Laboratory,
epartment of Biomedical Engineering, Washington University in St. Louis,
ampus Box 1097, One Brookings Drive, St. Louis, MO 63130-4899. Tel: 314
35-6152; Fax: 314 935-7448; lhwang@biomed.wustl.edu.ournal of Biomedical Optics 024015-
m: http://biomedicaloptics.spiedigitallibrary.org/ on 07/06/2016 Terms of UseMaret,8 Wang,6 and Sakadzic and Wang.7 The generally low
signal-to-noise ratio SNR is a major challenge in UOT. Ex-
perimentally, a number of detection techniques have been ex-
plored to surmount the low SNR difficulty.9–11 In addition to
the low SNR, the practicability of current UOT systems for
clinical application is also limited: most current UOT systems
are in transmission modes, tissue samples still need to be
immersed in water, and the samples are mechanically moved
for scanning.9–12 Therefore, there is a pressing need to de-
velop a practical reflection-mode UOT system for clinical ap-
plication.
In this letter, for the first time to our knowledge, we have
implemented a ring-shaped light illumination UOT system in
reflection mode, using intense acoustic bursts and a charge-
coupled device CCD camera-based speckle contrast detec-
tion technique.13 We can implement a portable and relatively
economical UOT system by mounting the light source a cw
diode laser, the light detector a CCD camera, and the ultra-
sonic transducer on a scanning stage. For more clinical prac-
ticability, the UOT system itself moves instead of the sample,
and the sample is positioned below a water tank, rather than
immersed in it. In a preliminary test for clinical applicability,
we have successfully imaged an ex vivo methylene-blue-dyed
sentinel lymph node SLN buried at a depth of 13 mm in
chicken breast tissue. The mean depth of the top surface of
human SLNs is 12 mm in ultrasound images.
Figure 1 shows the experimental setup for our reflection-
mode UOT system, which is similar to the photoacoustic mi-
croscopy system in Ref. 14. We can build a compact and
1083-3668/2009/142/024015/3/$25.00 © 2009 SPIEMarch/April 2009  Vol. 1421
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Downloaded Fronexpensive UOT system by using a small diode laser Melles
riot, 56ICS153/HS; 657-nm wavelength; 9613 cm
long the x, y, and z axes. The laser is coaxially positioned
n a 2-D mechanical scanner with a focused ultrasonic trans-
ucer Panametrics, A326S-SU; 5-MHz central frequency;
2.7-mm active aperture; 16.0-mm focal length. The bottom
urface of the transducer, installed inside the optical con-
enser, is coupled with water inside a tank whose bottom
pening is covered with a thin, clear plastic membrane. A
issue sample is located immediately underneath the water
ank. Up to 2.5-MPa maximum pressure is achieved in the
ltrasonic focal spot, so the mechanical index at this fre-
uency is about 1.1, within the typical safety limit for diag-
ostic ultrasound.15 The doughnut-shaped light illumination is
ormed by a conical lens and then focused through an optical
ondenser. Unlike an optical condenser in Ref. 12, this optical
ondenser consists of two plano-convex lenses to enhance the
fficiency of diffusely reflected light collection from the
ample. The line focus of the light is aligned with the ultra-
onic focal zone in the water, forming a quasi-confocal con-
guration of optical illumination and ultrasound. Compared
ith a coaxial bright-field light illumination design,16 this
onfiguration has the following advantages: First, the large
rea of doughnut-shaped illumination reduces the optical flu-
nce on the sample surface to 8 mW /cm2, within the current
afety limit.17 Second, thanks to the evenly distributed light
llumination, the light shadow effect can be alleviated. Third,
he dark-field ring-shaped illumination reduces unwanted sur-
ace modulation from outside the ultrasonic focal zone.
A CCD camera Basler, A312f; 12-bit, 640480 pixels
s also positioned on the scanner, so diffusely reflected light
rom the tissue sample first travels back through the optical
ondenser, is reflected by a mirror, and is collected by the
CD camera. The CCD camera captures the speckle pattern
ormed by diffusely reflected light from the sample. The au-
omatic mechanical scanner is controlled by a computer for
aster scanning, so the entire UOT system is moved instead of
he sample. A function generator Agilent, 33250A synthe-
izes acoustic bursts and simultaneously triggers a pulse-delay
enerator Stanford Research, DG535. Subsequently, the ul-
ig. 1 Experimental schematic of the reflection-mode ring-shaped
ight illumination UOT system.ournal of Biomedical Optics 024015-
m: http://biomedicaloptics.spiedigitallibrary.org/ on 07/06/2016 Terms of Usetrasound tone bursts are amplified by an RF amplifier Am-
plifier Research, 75A250 and drive the ultrasound transducer.
The synchronized pulse-delay generator triggers the CCD
camera twice for each burst; one burst-synchronized CCD
frame is captured with ultrasound, and another one is captured
without ultrasound shortly 600 ms after. A low 0.83-Hz
burst repetition rate is used to protect the transducer. Both the
exposure time of the CCD camera and the duration of each
ultrasonic burst are fixed at 2 ms. Two laser speckle contrasts
are measured with ultrasound insonification and without. We
define the difference in speckle contrasts between the ultra-
sound on and off conditions as the UOT signal. The signals
are normalized by the maximum value in the image. Ten pairs
of ultrasound on-off measurements are averaged to enhance
SNRs in UOT signals.
To investigate the SNR, spatial resolution, and quality of
cross-sectional images of the UOT system, we first imaged an
optically absorptive target buried 6 mm deep in a tissue-
mimicking phantom. The scattering medium was made of
gelatin and intralipid, with a reduced scattering coefficient of
9 cm−1. Black india ink was added to the absorptive target.
The target was 1.5 mm thick along the ultrasound propaga-
tion direction. The maximum acoustic pressure in the trans-
ducer focus was 2.3 MPa. The object in the photograph, Fig.
2a, is clearly imaged using the UOT system in Fig. 2b,
whereas the unmodulated light intensity DC based image in
Fig. 2d shows a widely broadened target. The images are in
the xy plane and are perpendicular to the z direction. Figure
2c compares two 1-D profiles taken from the UOT image
and the DC image. The 1-D image from the UOT image pro-
vides higher resolution and stronger contrast. In addition, the
peak absorption position of the target in the DC image is off
by about 2 mm from the original position. The spatial reso-
lution, defined as the one-way distance between the 25% and
75% points of the edge-spread function, is 1.160.23 mm
standard error. The SNR, defined as the ratio of the mean to
the standard deviation of the UOT signals, is 323 standard
error. This SNR is about 6 times worse than the reported
SNR from a transmission-mode ring-shaped light illumination
UOT system 19913 standard error,12 since the collec-
tion of diffusely reflected light passing back through the op-
tical condenser is much less efficient than the collection of
diffusely transmitted light passing directly through the
sample.
To examine the feasibility of this technology for in vivo
Fig. 2 Cross-sectional UOT image of an optically absorptive object.
a Photograph of the target. b UOT image based on change in
speckle contrast. c 1-D profiles along the cuts in Figs. 2b and 2d.
d Unmodulated light intensity–based image DC.March/April 2009  Vol. 1422
: http://spiedigitallibrary.org/ss/TermsOfUse.aspx
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Downloaded Froxillary staging for breast cancer patients, we imaged an ex
ivo methylene-blue-dyed SLN embedded 13 mm deep in
hicken breast tissue, which is comparable with the mean
epth of the top surface of human SLNs from the skin surface
12 mm as measured by ultrasonography. All animal han-
ling followed guidelines on the care and use of laboratory
nimals at Washington University in St. Louis. First, 0.25 ml
f 1% methylene blue dye 10 mg /mL, American Regent,
nc. was injected intradermally on the right forepaw pad of
n adult male Sprague Dawley rat weighing 380 g. Fifteen
inutes after the methylene blue injection, the animal was
uthanized by administering an overdose of pentobarbital.
he SLN dyed with methylene blue was removed from the
ight axilla of the animal, and one without any dye was ex-
ised from the other axilla. The two excised nodes 34
2 mm along the x, y, and z axes were buried 13 mm below
he tissue surface in chicken breast tissue Figure 3a and
c. The transparent membrane of the water tank was
oupled with the top slice of chicken breast tissue. To reduce
coustic impedance mismatch, ultrasound coupling gel was
sed at the interface. Figure 3c shows the thickness of the
op piece of chicken tissue, 13 mm. A needle was placed to
ndicate the middle interface between the two tissue slices.
he UOT image shows only the methylene-blue-dyed node
learly in Fig. 3b and agrees well with the photograph in
ig. 3a. Notably, the unmodulated light intensity–based im-
ge in Fig. 3d does not provide any information about the
ocalized methylene-blue-dyed SLN.
In conclusion, we have implemented a reflection-mode
ing-shaped light illumination ultrasound-modulated optical
omography and applied the system to image an ex vivo
ethylene-blue-dyed SLN buried 13 mm deep in biological
issue. This UOT system has several advantages: 1 Com-
ared to the previous transmission systems, this reflection-
ode system is more practical for clinical applications. 2
ompared to the coaxial bright-field light illumination sys-
em, it has less light shadow effect due to the even light dis-
ribution, and it reduces unwanted surface modulation. 3
ompared to photoacoustic imaging, it is more portable and
ig. 3 Ex vivo cross-sectional images of two sentinel lymph nodes at
3-mm depth in chicken breast tissue. a Photograph of two nodes;
he left node is dyed with methylene blue, and the right node is not
yed. b UOT image. c Photograph of chicken tissue. d Unmodu-
ated light intensity–based image. Color online only.ournal of Biomedical Optics 024015-
m: http://biomedicaloptics.spiedigitallibrary.org/ on 07/06/2016 Terms of Usecheaper owing to the small and cheap light source. It also
provides optical scattering information.5 4 It is nonionizing
and noninvasive, unlike ionizing and intraoperative gamma
radiation–based detection techniques for mapping SLNs. 5 It
offers the possibility of combining three imaging techniques:
UOT, PA imaging, and single-element ultrasound pulse-echo
imaging.12 Considering these features and the preliminary ex-
perimental results, it is expected that this technique can clini-
cally and practically be tested to image methylene-blue dyed
SLNs in humans in vivo.
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